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1.0 INTRODUCTION

This Monthly Progress Report covers the reporting period through July 2001, Phase C/D,

Detailed Design and Development Through Launch Plus Thirty Days, for selected

components and subsystems of the Extreme ultraviolet Imaging Spectrometer (EIS)

instrument, hereafter referred to as EIS Instrument Components. This document contains

the program status through the reporting period and forecasts the status for the upcoming

reporting period. This document has been developed in accordance with Data

Requirements Description 887MA-002.

2.0 PHASE B SCHEDULE

Appendix A presents the EIS Instrument Components program schedule, reflecting

progress through July 31, 2001. The program schedule reflects activities through Phases

C/D and launch. The program schedule reflects the one-year launch delay.

3.0 SUMMARY OF WORK ACCOMPLISHED DURING REPORTING PERIOD

During the month of July, the following work was accomplished on the EIS Instrument

Components.

3.1 Science Objectives

The working group on science data products (Mariska, Zarro, and Hansteen) developed a

first pass at a brief statement of the science data products that EIS expects to produce on

a routine basis. During the reporting period, work continued on putting together the three

month EIS observing plan.

3.2 Design Principles

3.2.1 Hardware Design

Various aspects of the EIS hardware design were worked during the reporting period. A

summary of these activities includes:

* Developed the test plan for DM FFA acoustic tests. This test was conducted on

the EM CLM and one DM FFA quadrant (under partial vacuum). Also tested two

small filters from Skylab scrap at 1 atm. (enclosed in small boxes);

• The DM MIR assembly began thermal vacuum testing. At the close of the

reporting period, the assembly had completed both the hot soak, hot start, cold

soak and cold start and was proceeding to temperature cycling under vacuum;

• Conducted three days of vibration tests on the EM filter under partial vacuum in

the CLM. Eventually the filter failed at very high vibration levels. This is

thought to be due to a severe overtest at high frequencies. A faulty control

accelerometer was found and led to extremely high input levels at frequencies

above 500hz. Subsequently, the fundamental of the CLM spider was found to be
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at 565hz. A full analysisof thefailure is in progress. Much was learnedabout
how filters break. Vibration testing will resume after the failure is fully
understood.The test specificationmay be revisedto limit metal fatigue and to
properly notch for the CLM spider fundamental frequency. The failure is
documentedin FailureReportNRL/SLB-EIS/FR/151;

• Receivedtest results from the ASTM E 1559 outgassing/depositionkinetics
testingconductedon two samplesof CFRPpanelsprovidedby BU for test.A
copyof thisreport6in providedasAppendixB;

* Requested and received a sample of the solid CFRP material from BU for outgas

testing to be performed similar to the testing conducted on the samples reported in

Appendix B;

• Bonded the slit/slots to their frames for the DM SLA. The slit microscope adapter

plate was manufactured so the slits can be measured and evaluated;

• Discussed purge harness tubing requirements with Japan and the University of

Birmingham (BU);

• Requested BU to construct a thermal model of the CLM environment. Provided

filter information in support of the model. A double layer sheet metal thermal

shield was suggested for the front door of the CLM as a result of the thermal

modeling;

• Designed test cube for Entran EPV Sensors & sent to shop for fabrication;

• Progressed design of PZT calibration fixture;

• Discussed position and design of alignment cubes with BU;
• Determined that the teflon material from McMaster-Carr can be considered

"Virgin" material for contamination purposes;

• Received the EM SEF filters from Luxel. Began designs for acoustic and

vibration test fixtures for these;

• Received grating shipping containers from shop. Initiated the cleaning process;

• Held a meeting at GSFC to discuss the ML coating program progress and plans;

• Prepared an EIS Technical Document (NRL/SLB-EIS/PS/259.01) describing the

handling of the A1 filters and their installation in the CLM;

• The engineering team was very active in developing the engineering

documentation required for participated in the EIS Critical Design Review in

Huntsville, Alabama;

• The engineering team supported MSFC in establishing a disposition baseline of

the Review Item Discrepancies (RID's) recorded during the EIS CDR.

3.2.2 Systems Engineering

Continued participation in weekly teleconference calls with MSSL and the University of

Birmingham, via a three-way calling scheme, to discuss EIS systems engineering issues.

Emphasis has been placed on statusing the MTM/'ITM build and test program currently

underway in the UK. During the reporting period, NRL did bring the Rutherford

Appleton Laboratory (RAL) onto the call to discuss EIS level contamination issues. In

the near future, RAL will become part of the weekly calls on a regular basis.
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3.3 Documentation

3.3.1 ContractDocuments

During thereportingperiodthefollowing documentsweresubmitted:
• EIS InstrumentsComponentsMonthly ProgressReportsubmittedin accordance

with 887MA-002;
• EIS InstrumentComponentsFinancialManagementReport(533M) submittedin

accordancewith DRD 887MA-003;

3.4 Meetings

The EIS InstrumentComponentsteamparticipatedand presentedat the EIS Critical
DesignReview,held in Huntsville,ALI 1and12July.

4.0 SUMMARY OFWORKTO BE ACCOMPLISHEDDURING UPCOMING
REPORTINGPERIOD

During thenextmonth,August2001,thefollowing work is scheduledto beconductedon
theEIS InstrumentComponents.

4.1 ScienceObjectives

Continueworking in theScienceWorking Groups.

4.2 DesignPrinciples

Work will continue on further defining the DevelopmentModel EIS optical and
mechanismdesigns.The DM SLA will be subjectedto qualification level vibration, the
DM SEFwill undergoacoustictestingandthe DM MIR will completethermalvacuum
testing.Weekly systemsengineeringconferencecalls will continuewith the UK EIS
teams.Theengineeringteamwill supporttheEISCDR.

4.3 Documentation

During thenextreportingperiod,thefollowing documentationis tobe submitted:

• EIS InstrumentComponentsMonthly ProgressReportper887MA-002;
• EIS InstrumentComponentsFinancialManagementReport (533M) per 887MA-

003.

4.4 Meetings

Therearenoofficial meetingsscheduledfor August2001.
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5.0 TECHNICAL PROBLEMSAND IMPACT TO SCIENCEOBJECTIVES

At this time there are no significant problemsidentified that would impact the EIS
scienceobjectives.

6.0 SCIENCEINSTRUMENTINTERFACES

Table 1presentstheupdatedmassestimatesfor thecompleteEIS instrument.

7.0 CURRENTAREASOFCONCERN

Thefollowing areasareof concernat this timeto theEISdevelopmentprogram:
• The necessity to implement adequate contamination control in Japan upon

delivery of the EIS flight hardware to prevent contaminating the EIS optics.

• The NRL engineering team has completed a preliminary contamination model for

the FFA and front aperture of the EIS instrument. These results show that there

are serious concerns with contamination impacts from the spacecraft. NRL is

working with MSSL to inform the J-side of the concerns and recommendations.

8.0 COST SUMMARY

Cost data has been removed from the Monthly Report and included as part of the EIS

Instrument Components Financial Management Report (533M).

9.0 RISK ASSESSMENT

Table 2 contains a listing of the top ten risks associated with the NRL EIS Instrument

Components program. The purpose of this list is to identify and track the top ten risks.

Each risk is assigned a probability figure, which can be described qualitatively as:

Term Notation

Impossible 0

Very unlikely

Unlikely

Moderately Unlikely

Moderately Probable
Probable

2

4

6

8

Very Probable 9

Certain

Unknown

10

99
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Table1.EIS InstrumentEstimatedMassFigures

ITEM

.Primary Mirror

Grating

Filters

Slit/Slot/Shutter Assembly

ACRONYM MASS TOTAL

(kg) . (kg)

NRL Instrument Components
MIR

GRA

FFA & SEF

SLA

TOTAL

EIS Instrument

3.37

1.52

0.19

0.73

5.81

COMMENTS

Per NRL ICD

Per NRL ICD

Per NRL ICD

Per NRL ICD

I

NRL Instrument

Components
Structure

5.81

Grating Mount

Grating Mechanism

Focal Plane Assembly

STR 28.00

Launch Lock LOK 1.00

Mirror Mount 0

Scan Mechanism 0

0

0

FPA

ROE
Shielding
Readout Electronics

0.9

0.60

2.50

Radiator 4.00

Comtam Monitors QCM 0.36

Sensors & Heaters 0.20

Multilayer Insulation MLI 3.00

Instrument Control Unit ICU 6.55

Harness HAR 4.00

Clamshell CLM 2.50

Mech/Heater Control MHC 3.0

Purge Harness PUR 2.0

Vacuum Harness VAC 1.0

2.01

Total 67.43

Unaccounted mass held by
UK side

Composite structure

Typical for LASCO type

Included in Primary Mirror

Included in Primary Mirror

Included in Grating

Included in Grating

Estimate

Estimate

Estimate

Estimate

Estimate

15 layer blankets with alternating
mesh

Estimate

Scaled from LASCO

Estimate

Estimate

Estimate
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Appendix B. ASTM-E 1559 Outgassing/Deposition Kinetics Test Results
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OSI
Out£assin_ Services International

2224-H Old lV_'ddlefield Wa _, M_ unta in View, CA 94043-2421

Phone (650) 960-1390 Fax (650) 960-1388

Outgassing Measurements

on

Honeycomb Composite Panel

Prepared for:

Clarence Komndvke

Naval Research Laboratory
Code 7662K

4555 Overlook Avenue

Washir_on D.C. 20375

(202} 767-3144

Reference No.: NRL062201

Ptur_tmse Order. 20010817

Prepared by:

Dou_ McCroskev

lulv 12, 2001

l.;mif;_ficm nf l i_hil;l_.

OSI shall not be liable form_] loss or damage arising out of services wt-etherby way of negligence or _mch of contract or _se, inany
amo_ greater than the arno_ billed to the customer for the van-k leading to the claim of the customer. All claims most be received in

ASTM E 1559

OutP_assinedDep_ition Kinetics Test
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Test Method

The material sample is placed in a terr_emttae-controlled effusion cell in a vacuum chamber.

Outgassing flux leaving the effusion cell orifice impinges on four Ms which are controlled

at selected textures. One of the QCMs is at 80 K to collect essentially all the hnpinging

species. The total mass loss (TML) and outgassing rote from the sample are detennir_ as

functiom of time from the mass deposited on this QCM and the sample-to-QCM view factor.

The percent of outgassing species which am condensable on higher temperature surfaces is

referred to as Volatile Condensable Material (VCM) and is meastaed as a function of time

from the rross collected on the warmer QCMs, which am t_ture-contmlled appropriately.

The QCMs and efft_;ion cell am surrounded by liquid nitrogen shrouds to ensure that the

molecular flux _ging on the QCMs is due only to the sample in the effusion cell.

After the isothermal outgassing test, a QCM the_vin_tric analysis (QTGA) is performed

on the corflemed o_ species. The QCMs am individually heated at a controlled rate

from their base tempemttaes to 398 K in order to volatilize the collected species, while the

mass remaining on the QCMs is roeasured as a function of time and ten'_mture. In general,

the collected species have different evaporation characteristics and hence will leave the QCM

surface at different terr_ratures. Therefore, QTGA data am characterized by temFerature

mgirres in which the deposit mass _ on the QCM decreases due to evaporation of a

particular species, setxwated by terr_erature regimes in which no species evaporate. The

numl:_ of temperature regimes in which the QCM deposit mass clec_ indicates the

nurr_r of major SlX_cies present in the outgassing flux. The relative an_unt of a given species

in the outgassing flux can be estimated from the ratio of the rr_ss loss associated with the

evaporation of that species to the total deposit mass on the QCM. QTGA also provides an

effective means to clean the QCM surfaces before subsequent o_ing tests.

The species o_ from the sample during the isothermal test, and evaporating from the

QC_ during the QTGA also am monitored using a rmss spectrometer. While the QCMs

provide quantitative outgassing and deposition data, the mass spectrometer records the

intensities of rmss peaks which aid in the identification of the outgassed species.

Test Parameters

_ing testing was verfo_ using the following chamber and test g_-an_ters.
o Chamber pressure was 10 -'_ to lif ° torr
o View factor from a QCM to the sample was 415.02 crn_

o Sensitivity of each of the four QCMs was 4.43 x 10 -_ gd:rn_/I-Iz

References

o ASTM E 1559, "Standard Test Method for Contamination Outgassing.Characteristics of

Spacecraft Materials."

o J.W. Garrett, A.P.M. Glassfolfl, and J. M. Steakley, "ASTM E1559 Method for Measulhag

Material Outgassing/Deposition Kinetics", Journal of the lEST, pp. 19-28, Jan/Feb 1995

o A.P.M.Glassford andJ.W.Garrett, "_ctefization of Contamination Generation

Characteristics of Satellite Materials", Final Report WRDC-TR-89-4114, Jun 82 - Aug 89
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ASTM E 1559

Outmassin_Devosition Kinetics Test

Test Material:
Honeycomb Cornvosite Panel

Material Descrivtion:

The honeycomb comp:rsite txanel comisted of a metal honeycomb core with two comtx_ite
facesheets. The facesheets were attacl_Ki to the honeycomb core with adhesive.

Material Packal_in_
The test material was received in a clear plastic bag.

Material Supplier:
The test material was supplied by Clarence Korendyke of the Naval Research Laboratory.

Samvle Description:

The test sample consisted of one honeycomb composite panel that was nonKr_y 1.2" x 1.1" x

0.45". The sample area noted below includes one face only of the honeycomb sandwich.

Sample Preconditionin_

No sample preconditionil_.

2
Sample Area: 8.6 cm

Sample Mass: 2.32395 g

Sample Temperature:.
Test Duration:

QCM Temperatures:

Isothermal Data File:.

QTGA Data File:

8OAO °C

72,67 hr

80 K 213 K

JUL0301G

JUL0901R

(QCMs = 160 K were heated after 80°C

portion of testing to remove deposits.)
253 K 293 K
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Isothermal Test - QCM Data:

QCM data at the end of 72 hours of the outgassing test at 80°C are s_ in Table 1.

Table I

(aad:m2) (%) (% of TML)
80 K TML = 417.3 = 0.1552 = 100.0

213 K VCM = 7.9 = 0.0029 = 1.9

253 K VCM = 3.7 = 0.0014 = 0.9

293 K VCM = 1.2 = 0.0004 = 0.3

QCM data at the end of the 139 hour test (first 72 hours at 80°C and final 67 hours at 40°C) am

stunmafized in Table 2.
Table 2

(Kgd:m2) (%) (%of TML)
80 K TML= 418.1 = 0.1554 = 100.0

213 K VCM = 7.9 = 0.0029 = 1.9
253 K VCM= 3.7 = 0.0014 = 0.9
293 K VCM = 1.2 = 0.0004 = 0.3

Total outgassing rate data for the sample were calculated by differentiating the total rmss loss

data obtained from the 80 K QCM. The figures showing these total outgassing rate data as a

fur_tion of test time are attached. These outgassing rates include all species c_le at 80

K in the vactnan chamber. _ stx°cies would include high volatility species such as solvents

and water but not certain g_es such as nitrogen, oxygen, argon, et cetera_

The outgassing rotes for species condemable on the warmer QCMs can be calculated from

curve fits to data acquired at the end of the outgassing test. The outgassing rates for species

condensable on the warmer _ can be comtmmd with the total outgassing rates from the 80

K QCM to cleternKne the levels of outgassing clue to the less volatile (higher molecular weight)

species. These data am txesented in Tables 3 and 4.
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Data at 72 hours:

(end of 80°C test)

Table 3

Outgassing Rates of SFecies Condensable on the Different QCMs

80 K _I 213K _ 253 K _ 293K OCM

39.4 pgkm2/_ 9.5 pgA:m2/_ 4.3 pg,(:m2_ < 0.1 pgJzm2,4

146.4 pg,_ 35.5 pg/gd_ 15.8 pg/g_,4 < 0.4 pg,bos/_

100 % 24.2 % 10.8 % <0.3 %

Data at 139 hours:

(end of 40°C test)

Ta_e4

Outgg_sing Rates of Species Condensable on the Different QCMs

80_____KK_ 213 K OCM 253K _ 293 K

1.7 pg,(2_ < 0.1 pg_n2_ < 0.1 pg,_2_ < 0.1 pg,4m2_

6.3 pg/gd_ < 0.4 pg/_ < 0.4 pg/gd_ < 0.4 pg/_

100 % <6 % <6 % <6 %

QCM Thermogravitmetric Analysis - QCM Data:

The QTGA test data can be used to deternKne the relative an_unts of the sF_ies outgassect As

the temperature of the 80 K QCM is increased during QTGA, the collected species will

evaporate from the QCM in order of their relative volatilities. The attached QTGA data are

plotted as evaporation rote from tl_ QCM as a function of QCM terr_mt_.

The relative arr_tmts of each of the distinct evaporation regions am indicated in the QTGA

figures. The evaporation characteristics of the first SFt_cies am consistent with water and high

volatility solvents and it makes up about 98 % of the condensable outgassing flux from the

sample during the isothermal outgassing test. The other evaporation groups am resix)nsible for
the volatile co_le rmtefial on the warrrer QCMs.
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Mass Spectrometer Data:

Data from the in situ _ st:_ctmn_:_er are son'etirm, s used to help identify the outgassed

SF_cies. Identification of outgassed sF_ies is not within the nomm] SCOFe of w_rk for this

testing and is not ordinarily pt_ued became of the analysis time require4 Mass spectrometer

data was acquired throughout the isothenrM outgassing test and the subsequent

tl__vimetric analysis. These data are archived if harther analysis is necessary.

Attachments:

Figs. 1(a-b).

Figs. 2(a-b).

Figs. 3(a-b).

Figs. 4(aob).

Total Mass Loss from the Sample as a Function of Test Time.

(Species Corderv:_le on the 80 K QCM)

Volatile Condensable Material from the Sample on the Warmer QCMs
as a Function of Test Time.

Total Outgassing Rate for the Sample as a Function of Test Time.

(Species Condensable on the 80 K QCM)

QTGA Data: Evaporation Rate from the 80 K QCM of the Collected

Outgassed Material as a Funcl_on of QCM Temperature.

JUL0301G: Honeycomb Composite Panel.

(80°C for 72 hours then 40°C for the remainder of the 139 hour test)
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JUL0301G: Honeycomb Composite Panel.

(80°C for 72 hours then 40°C for the remainder of the 139 hour test)
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JUL0301G: Honeycomb Composite Panel.

(800C for 72 hours then 40°C for the remainder of the 139 hour test)

I .E-06

I .E-07

I.E-O8

I

I.E-O9

0 I.E+IO

I.E-! I

OQC+M N _O K

_.O O

O O

, <> %0
<_o oooo

o <_0 o °

o o

o

O_o ° o<_. _
_O

0

OO0 _, ¢ O

o o

o o

o o

_0 ,00
O O

+.o +,o+ _. _+
o o ,_

^^ +

o _o
O 0O¢

I.E+I2 . ,

0 24 48 72 96 120 144

Time (hr)

9 EIS_Prog_Report24



JUL0301G: Honeycomb Composite Panel.

(80°C for 72 hours then 40°C for the remainder of the 139 hour test)
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JUL0301G: Honeycomb Composite Panel.

(80°C for 72 hours then 40oC for the remainder of the 139 hour test
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JUL03OIG: Honeycomb Compo_tc Pand.

(80°C for 72 hours then 40°C for the remainder of the 139 hour test)
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2.E-O_

JUL09OIR: QTGA after Honeycomb Composite Panel.

(80°C for 72 hours then 40°C for the reminder of the 139 hour test)
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JUL0901R: QTGA after Honeycomb Composite.

(80_C for 72 bou_ then 40_C for the rtmmtnder of the 139 hour test)
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